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Abstract
This review presents current virtual reality based training simulators for hip, knee and other
orthopaedic surgery, including elective and trauma surgical procedures. There have not been any
reviews focussing on hip and knee orthopaedic simulators. A comparison of existing simulator
features is provided to identify what is missing and what is required to improve upon current
simulators. In total 11 total hip replacement pre-operative planning tools were analysed, plus 9
hip trauma fracture training simulators. Additionally 9 knee arthroscopy simulators and 8 other
orthopaedic simulators were included for comparison. The findings are that for orthopaedic
surgery simulators in general, there is increasing use of patient-specific virtual models which
reduce the learning curve. Modelling is also being used for patient-specific implant design and
manufacture. Simulators are being increasingly validated for assessment as well as training.
There are very few training simulators available for hip replacement, yet more advanced virtual
reality is being used for other procedures such as hip trauma and drilling. Training simulators for
hip replacement and orthopaedic surgery in general lag behind other surgical procedures for
which virtual reality has become more common. Further developments are required to bring hip
replacement training simulation up to date with other procedures. This suggests there is a gap in
the market for a new high fidelity hip replacement and resurfacing training simulator.
Keywords: Orthopaedic, Hip replacement, Resurfacing, Simulator, Haptics, Modelling

1. Introduction
This article reviews current virtual reality (VR) based training simulators for hip replacement and resurfacing, with
comparison to other areas of orthopaedic surgery simulation. A comparison of the simulator features is provided to
identify what is missing and what is required to improve upon current simulators.
There have not been any reviews focusing on hip surgery training simulators. It is likely that in the near future hip
surgery simulation could become a focus area for new development to catch up with other surgical training procedures.
Simulators for orthopaedic surgery lag behind other surgical disciplines [1]. In the past two decades there has been
very little research attempting to create an orthopaedic surgery simulator, and even fewer studies attempting to validate
orthopaedic simulators. More simulation needs to be done in orthopaedics, as trainees are getting more exposed to
computers and laboratory training [2]. Spinal simulation training is still in its infancy. Simulators for orthopaedic surgery
provide an important training tool. Currently training simulators are only available to a select few trainees who have to
register for courses and workshops to do simulation for specific procedures.
There is a lack of training simulators for total hip replacement, which may be due to the relatively long length of the
procedure taking around 60-90 minutes to complete. The keys steps in the hip replacement procedure are acetabular
reaming, fixation of acetabulum cup, broaching the femoral canal and placement of the stem. Reviews recommend that
simulation is also an excellent way to teach arthroscopy skills, which are a different skill set than open orthopaedic
surgery [3]. A review [4] identified 19 existing arthroscopy simulators (9 shoulder, 9 knee, and 1 hip) showing
arthroscopy is a popular field for simulator training.
*
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Hip joint replacement has been considered to be the most successful and influential orthopaedic surgery of the
twentieth century. Currently over 66,000 total hip replacements (THR) are performed each year in England and Wales by
the National Health Service (NHS) and around 75,000 hip fractures are treated each year in the UK [5]. Knee arthroscopy
has increased 49% between 1996-2006 and now over 1 million are performed each year.
An increasing number of orthopaedic procedures are required annually, due to the aging population. It is estimated that
247,000 hip fractures occur yearly in the United States, with a majority occurring in the population over 45 years old [6].
The incidence of hip fracture is on the rise, partly due to the aging population. The cost of these fractures is also expected
to rise from $7 billion per year [6], to nearly $16 billion per year by 2040 [7]. Each hip fracture is estimated to cost
between $39,555 and $40,600 in the first year after surgery [8]. Hip fractures have the highest cost of any orthopaedic
procedure after surgery, amounting to an extra $11,241 per year in health costs. Due to increased life expectancy,
worldwide by 2050, it is projected that 6.26 million hip fractures will occur each year [9]. Hip fracture surgery is one of
the most common orthopaedic surgeries, behind only knee arthroscopy, shoulder arthroscopy, removal of a support
implant, and total knee replacement. Approximately half of the population 85 years old or older has a hip fracture. Hip
fractures have a mortality rate of 21.9 percent within 1 year of surgery.
Revision surgery can be necessary following primary total hip replacement surgery, if complications occur. Also after
a successful operation a new hip is generally required after 20 years. The reason for revision surgery being required can be
due to incorrect stem placement in the primary surgery, which may in some cases result from lack of surgeon experience,
which simulators may help to improve. The incidence of dislocation is between 2-6% and even higher following revisions
[10]. Other studies report up to 8% dislocation [11]. There have been an increased number of hip revision surgeries
recently associated with metal-metal prosthesis acetabular cups in hip prostheses which produce billions of submicrometer wear particles annually that can cause osteolysis and loosening of the components [12]. Another complication
is impingement between the neck of the femoral implant and the rim of the acetabular component. Impingement can lead
to advanced wear of the acetabulum rim resulting in polyethylene wear debris shown to accelerate loosening of implant
bone interfaces. The most common cause of both impingement and dislocation is malposition of the acetabular component,
which may be caused by lack of surgeon experience. Training simulators could specifically allow practice of this key skill.
Simulating these key procedures could improve the skill of novice hip surgeons and reduce the risk of injury to patients.
1.1 Advantages of virtual reality over conventional training
A paradigm shift toward use of surgical training simulations is underway [13], [14]. The conventional masterapprentice learning model for surgical training of ‘see one, do one, teach one’ is inefficient with no guarantee of case mix.
Due to orthopaedics being heavily dependent on technical skill, orthopaedic VR simulation holds great potential creating a
heavy impact on improving surgical skill. The transition to VR simulation has only begun in the past twenty years,
whereas cadaver training has been the gold standard for over 500 years.
Training with VR could be particularly useful for medical residents. Residency refers to a stage of graduate medical
training, for a trainee who has received the title of ‘physician,’ usually a M.D., D.O., or MBBS, MBChB, BMed.
Residents trained with virtual reality perform surgery substantially faster, whereas residents with conventional training
are slower, much more likely to cause injury, damage tissue or fail to progress the surgery, as demonstrated by a
prospective, randomized, blinded study on the MIST-VR laparoscopic simulator [15]. Similar benefits of VR training
were demonstrated in laparoscopic [16] and shoulder arthroscopy simulators [14].
An article dating back to 1986 on computer-aided orthopaedic surgery concluded that “real time operative rehearsal,
precision surgical planning and execution, and interactive teaching programs will be widely used once the costs associated
with this technology come within the reach of clinical and teaching budgets” [17].
Simulation is particularly attractive in the field of surgery because it avoids the use of patients for skills practice and
ensures that trainees have had some practice before treating humans. Also simulation avoids need for cadavers or animals,
which are currently the most realistic method of training. Surgical simulations break down the procedure into tasks,
concentrating on chains of behaviour. The aim of surgical simulation is to improve the training of the surgeons of the
future by providing a controlled, risk free environment where they can develop their operative and decision-making skills
without any potential harm to patients. The idea is that they reach a certain level of skill before progressing to 'real life'
operating theatre scenarios.
Virtual reality provides enhanced understanding of complex 3D bony structures and handling of instruments [18].
Haptic technology can provide tactile experience of the surgical procedure and can be further advanced when combined
with patient specific MRI or CT data for automatic segmentation for use in a visual and haptic virtual environment [19].
Scoring and assessment can be incorporated into VR simulators with the ability to replay or review. This can provide
an objective unbiased score. An orthopaedic curriculum was recently developed containing 4 bone training modules to
2

assess and track progress in orthopaedic manual skills [20]. Modules include (1) cortical drilling, (2) drill trajectory, (3)
oscillating saw, and (4) pedicle probing. These modules were tested on 15 orthopaedic surgery residents and results were
promising [20].
Surgical procedures require the operator to understand the anatomy and develop their sense of touch for procedures.
VR training simulators assist the development of visuospatial awareness of anatomy and ‘feel’ of the procedure by
allowing practice prior to in-vivo procedures. This will enhance patient safety in addition to creating a safe and controlled
environment in which to practice the procedure. The ability for simulators to assess skill level or analyse performance of
practical skills has been demonstrated by several studies including [21]. Simulation is gaining popularity not only for the
purpose of creating mock scenarios but also in learning psychomotor skills [22].
1.2 Literature search methods
A literature search was performed to find existing orthopaedic training simulators. The Medline (Pubmed) database
was used for searches of medical subject headings (MeSH) terms. Keyword searches were carried out additionally using
alternative databases including searches from ACM Digital Library, IEEE Xplore, ASME Digital Collection, IEEE/IET
Google Scholar and Electronic Library (IEL) which produced further relevant titles. Patent searches were conducted to
identify existing intellectual property protection via the worldwide patent database using the European patent office (EPO).
Searches for related hip surgery simulators used systematic keywords combining one word from List A with one word
from List B, as shown in Table 1.
LIST A
Hip Replacement
Hip surgery
Hip Arthroplasty
Hip Arthroscopy
Hip Resurfacing
Orthopaedic
Orthopedic
Total Hip
Prosthesis
Prostheses

LIST B
Simulator
Simulation
Training
Preoperative model system
Preoperative planning
Virtual
Virtual reality
Commercial simulator
Computer simulator
VR

Table 1. Lists of the keyword sets used during literature and worldwide patent searching.

Fig. 1 shows the annual distribution of literature for virtual reality simulators in PubMed. Most papers were published
after 1995 and publications have increased almost every year since.

Fig. 1. Pubmed search results by year. The majority of computer simulation and virtual reality literature was published after 1995.

2. Orthopaedic training simulators
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This section aims to outline and classify the existing orthopaedic training simulators, which are outlined below in four
categories: (i) elective hip surgery simulators, (ii) hip trauma and fracture fixation simulators, (iii) knee procedure training
simulators and (iv) other orthopaedic procedures including pelvis, spine and shoulder surgery.
2.1 Elective total hip replacement and resurfacing simulators
This section covers elective procedures which are surgeries scheduled in advance, as they do not involve a medical
emergency. Total hip replacement is usually elective as the patient plans to have the procedure in advance. Trauma
surgery which is completed urgently following an accident is covered in section 2.2.
A set of biomedical software tools has been combined into the Mimics innovation suite1, [23] (Materialise, Leuven,
Belgium) allowing medical image data from patients to be converted into 3D models of the patient’s skeletal structures
(Fig. 2a). These bone models can then be manipulated virtually to simulate osteotomies by cutting bone, repositioning
parts, placing implants and bone plates. Various surgical approaches can be tried before selecting the optimal approach.
There are various open source software platforms designed to convert Medical images into 3D models. Medical Image
Processing and Visualization (MIPAV) [24] is an open source tool to apply surface representation on a DICOM dataset.
The Medical Imaging Interaction Toolkit Workbench (MITK) [25], is a tool for DICOM import, segmentation, mesh
generation and volume visualization. Also 3DSlicer [26] is an open-source software tool for converting DICOM to STL.
More professional standard options are also available including Simpleware [27] and 3D Doctor [28]. Some professional
products such as Osirix [29] comes in free versions for research but is paid for in versions for clinical work with Food and
Drug Administration (FDA) approval.

Fig. 2. a) Mimics innovation suite [23] (Materialise, Belgium). b) Edheads hip replacement and resurfacing educational games [30], [31] c) 3D preoperative hip implant planning tool Jun & Park, 2011 [33] d) 3D pre-operative hip implant planning simulation tool by Dick et al. [34] e) HipNav
developed at Carnegie Mellon University by Digioia et al. [35].

Two interactive games for total hip replacement and resurfacing have been designed by Edheads2,3 for children’s
education (Fig. 2b) [30], [31]. The hip procedures are described including dislocation, reaming, acetabular cup placement,
stem insertion and completion. Two different patients are included with various age, weight and height. The procedural
steps of hip surgery can be learnt and knowledge is assessed by quiz questions. No physical skill is required from the user
to complete the game, so this does not allow learning of the physical feel of the procedure. The games were produced in
2007 by Edheads, a non-profit education resource organisation [30], [31]. The research was completed by University of
Wisconsin, Madison at the Department of Orthopedics and Rehabilitation. The game was aimed at children aged 7-12 as
an educational tool for individuals or group work. The games take around 15 minutes to complete, targeting various
curriculum points in science and technology. The games are also available as Android apps for portable devices.
Simulations of the pre-operative stage of THR were developed by Sato et al. [32]. This system allows planning for the
optimal selection of parameters such as cup size, position and orientation of stem. These are determined through surgical
planning that includes range of motion (ROM) simulation and limb length adjustment.
A 3D pre-operative hip implant planning tool by Jun & Park [33] involves patient-specific prostheses for a particular
patient by investigating the 3D anatomy of the hip (Fig. 2c). Five steps of the hip procedure were modelled; (1) 3D
reconstruction of the hip from CT scans. (2) Design of a hip prosthesis for individual. (3) Virtual femoral head resection
and implantation. (4) Prosthesis evaluation. (5) Generation of 3D surgical parameters.
1
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A computer-based 3D pre-operative hip implant planning simulation tool by Dick et al. [34] is based on patientspecific CT scan finite element data (Fig. 2d). The system aims to simulate the mechanical response of a patient-specific
bone to a load that is applied to the implant, and to identify which available implant design and size results in the most
physiological stress distribution.
HipNav was developed in 1995 at Carnegie Mellon University [35], [36]. Seven years later in 2002 HipNav was still
the most comprehensive total hip replacement planner [37]. The 3D patient anatomy can be generated from CT or MRI
scans. Pre-operative 3D reconstruction simulation software allows the surgeon to specify the position of the acetabular
component within the pelvis based upon pre-operative CT images. HipNav includes kinematic hip joint models and tools
for predicting femoral range of motion, bone motion, and optimal alignment based on implant placement (Fig. 2e).
Feedback provided by the simulator can aid the surgeon in determining optimal, patient specific acetabular implant
placement. For use in-vivo, the data and preoperative plans are transferred to a computer station in the operating room for
interactive in-vivo surgical navigation. HipNav was the first hip navigation concept to be used clinically [38].

Fig. 3. a) Hip musculoskeletal disorder simulation by Assassi et al. [39]. b) Revision total hip replacement (RTHR) surgeries simulator by Taylor et
al. 2009 [41]. c) Orthodoc - a pre-operative planning tool for primary total hip replacement by Nishihara et al. [43]. d) Virtops endoprosthetic
reconstruction of the hip joint by Handels [45]. e) A volume based haptic surgical hip drilling simulator introduced by Tsai et al. (2007) [48].

A musculoskeletal disorder simulation by Assassi et al. [39] models hip osteoarthritis and abnormal femoroacetabular
movement (Fig. 3a). An optical tracking system is used in combination with MRI. The MRI images are used to generate
anatomical simulation of the hip joint. This results in a fast functional joint model, used to achieve accurate and realistic
soft tissues and cartilage deformations.
A manikin based hip arthroscopy bench-top simulator was developed by Sawbones4 [47] (Europe). A study by Pollard et
al., [40] demonstrated this simulator can aid trainee learning with objective improvement. Trainees are likely to benefit from
simulator training to both lateral and suppine orientation and basic competence. The Sawbones simulator is solely a bench-top
simulator but like other manikin simulators this does not make use of VR technologies.
A computer driven system has been proposed to assist surgeons in revision total hip replacement (RTHR) surgeries
Taylor et al. [41] (Fig. 3b). The simulator aims to achieve (1) reduction of cement removal labor and time, (2) elimination
of cortical wall penetration and femur fracture, (3) improved positioning and fit of new implant (4) precise, high-quality
canal milling (5) reduction of bone sacrificed to fit the new implant.
The Robodoc is a computer-integrated surgical robot for cementless total hip replacements (Fig. 3c). It is safe and
successful, designed to reduce human error using a five axis robotic arm with milling device. The first human hip surgery
was performed by Robodoc in 1992 by Pransky et al. [42]. The system contains Orthodoc, a pre-operative planning
workstation, showing a 3D image of the bone [43]. The Orthodoc images are based on CT scans and a vast array of
possible implants are modelled [44]. Robodoc was created by a US company, Integrated Surgical Systems (ISS) in 1990
and received FDA approval 1997.
The hip simulator Virtops (Virtual Operation Planning in Orthopaedic Surgery) software system was produced by
Handels et al [45] for virtual pre-operative planning and simulation of hip operations. Polarised glasses are included to
provide stereoscopic visualisation. A spaceball provides six degrees of freedom as an input device. The system is applied
to simulate the endoprosthetic reconstruction of the hip joint with hemipelvic replacement, and supports the individual
design of anatomically adaptable, modular prostheses in bone tumor surgery [46] (Fig. 3d).
In summary, there are several pre-operative planning tools available for elective hip surgery, however there are not
many simulators aimed at training. In order to provide comparison between the hip elective surgery simulators, Table 2
shows various features of each simulator.
4
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Procedure(s)

Haptic / Hardware

Other features

Graphics Software

MRI/CT data

Elective / Trauma

Hospital Trialled

1990

THR

Pre-op +
Intra-op

Mouse

FDA approval

3D

CT

E

Yes

2001

THR +
Reconstruction
Hip arthroscopy

Pre-op

6DOF
Space-ball
Manikin

Stereo, custom
stems
Palpable Manikin

3D

E

No

No

CT +
MRI
No

E

Yes

Training

E

No

3D

THR + hip implant
THR+ hip implant
THR

3D
3D
3D

MRI
+ CT
CT
CT
CT

E

2010
2011
2000

Pre-op +
Intra-op
Pre-op
Pre-op
Pre-op

Yes
Cadaver
No
No
No

Taylor et al. [41]

1999

Revision RTHR

Intra-op

No

Soft tissue model +
joint kinematics
Kinematic Models
+ Image guided
Patient Specific
Patient Specific
Range of motion
simulation
Based on robodoc

MRI

1995

Optical
tracking
No

3D

HipNav Digioia et
al. [36]
Dick et al. [35]
Jun & Park [34]
Sato et al. [33]

Osteoarthritis and
Femoroacetabular
THR

3D

CT

E

Mimics [23]
Materialise
Edheads Games
[30], [31]

2014

THR, Osteotomies

Pre-op

No

Patient Specific

3D

MRI

E

Two
surgeons
No

2007

THR resurfacing.

Educational

Mouse

Whole procedure

2D

No

E

No

2012
2009

Pre-op planning,
Intra-op
or training.

Year
OrthoDoc,
(Pransky, 1997)
[42]
VIRTOPS
Handels et al. [45]
Sawbones
Manikin [47]
Assassi et al. [39]

Training

No
No
No

E
E
E

Table 2. Hip elective total replacement or resurfacing simulators comparative assessment.

2.2 Hip trauma and fracture fixation simulators
This section covers trauma procedures, which is surgery completed at short notice, often due to an accident. Hip
fracture repair is usually a trauma procedure as they are required urgently.
Many previous papers have referred to SensAble Phantom haptic devices, used in several simulators. It is worth noting
that SensAble has been taken over by Geomagic, a 3D systems division. The SensAble Phantom Omni device is now
known as Geomagic Touch [84]. Phantom Desktop is now known as Geomagic Touch X [49]. The Sensable Phantom
Premium is now Geomagic Phantom Premium [83], which comes in three models: 1.0, 1.5 and 1.5 high torque, and 3.0.
A volume based surgical simulator with haptic functions to simulate the hip drilling process of screw and plate surgery
for positioning the hip trochanter fracture was introduced by Tsai et al. [48] (Fig. 3e). The haptic functions compute
drilling forces and torques based on metal removing theorem. Prediction for the drilling process can be obtained to
provide surgery training and rehearsal. It is not clear whether vibration sensation is included, however if it is, due to the
1KHz technology limitations of response frequency from a Geomagic Touch X5 [49] haptic device, the higher frequency
vibrational drilling cues may not be exactly replicated in the simulator. Also the simulator may not account for the weight
of a surgical drill in the hand of the trainee.
A drilling simulator using a Geomagic Touch X [49] haptic device was developed by Vankipuram et al. [50] to
generate realistic drilling haptics. The software allows horizontal drilling through the femoral body with accuracy
analysed with respect to virtually shown targets (Fig. 4a). The study shows differentiation of skill between novices,
residents, and experts, as experienced subjects were more accurate in drilling.

5

Geomagic Touch X haptic device. <http://www.geomagic.com/en/products/phantom-desktop/overview>

6

Fig. 4. a) Orthopaedic haptic drilling simulator by Vankipuram et al. [50]. B) Swemac Traumavision (STV) Orthopaedic Simulator [51]. c) Haptic
Orthopaedic Training (HOOT) Drilling training simulator [52], by Barrow et al. [53] Imperial College London 2012. d) BoneDoc virtual reality
simulator for hip fracture screw and plate fixation by Blyth et al. 2009 [57]. E) Computer-Assisted Orthopedic Surgery system (CAOS) by Rambani
et al. 2014 [2].

The TraumaVision fractured femur orthopaedic simulator6 with simulated fluoroscopy [96] (Fig. 4b) was produced by
Swemac, Melerit and Simulution Inc (Burnsville, MN) [51]. The TraumaVision simulator has been tested in a study with
15 residents simulating a drill placing the guide pin. The trial found residents with more experience had differences in
number of attempts at surgery and time taken in fluoroscopy. This shows the simulator is sensitive enough to evaluate
differences in surgical technique between junior and senior residents. The Traumavision simulator [96] uses a Geomagic
Touch X haptic device [49].
The Haptic Orthopaedic Training (HOOT) 7 simulator [52] (Fig. 4c) allows training for hip surgery drilling, and guide
wire placement in dynamic hip screw operations, developed at Imperial College London in 2012. Dynamic hip screw
(DHS) is a common operation whereby a DHS is inserted into the femur to correct particular kinds of hip fracture. A key
step in DHS surgery is the initial pilot hole drilled using a long flexible drill bit through the outside edge of the femur and
up into the femoral head.
The BoneDoc dynamic hip screw (DHS) simulator8 [97] (Fig. 4d) is a virtual reality simulator for screw and plate
fixation of hip fractures which runs on a standard PC, developed by Blyth et al. [54-56]. The authors aimed for the
simulator to tell the difference between users with differing operative experience levels. Assessment and scoring has been
included in several categories including locking screws, screw, guide wire, and time. No somatosensory/haptic/physical
aspects are included, a mouse is used for simulator input, allowing software to run on a standard PC. BoneDoc was tested
by 31 fifth year trainees, showing that the simulator improved key understanding of the surgical procedure [57]. Otago
Innovation Limited was involved to commercialise the BoneDoc simulator developed at University of Otago [97].
A simulated computer-navigated training system to perform lumbar spine pedicle screw insertion and dynamic hip
screw fracture fixation was developed by Rambani et al., 2014 [2] (Fig. 4e). The Computer-Assisted Orthopedic Surgery
system (CAOS) was developed by the Simulation and Visualization Research Group, Rambani et al in 2013 [58] of which
earlier versions have been in use since 1992. This uses the Polaris optical tracking system by Northern Digital Inc. 9 [66]
to track motion of the surgical tools. Real patient computed tomography scans are used to produce the fluoroscopic
images of the lumbar spine. Simulator validation showed simulator training led to statistically significant improvement in
time taken, fixation accuracy, and number of exposures [2].
A hip fracture surgery simulator developed by Linköping University10 in 2012 [59] using a Geomagic Touch X haptic
device [49] connected to surgical tools for tactile feedback [61]. Patient-specific virtual models of the femur and pelvis
were automatically segmented from actual patient computer tomography (CT) data. Polygon model included 3D graphical
models of the data, simulated fluoroscopy images and sound reproduction. The surgeon can practice positioning of nail
implants in the femoral bone. For pre-operative planning it is necessary to obtain patient-specific models rapidly which
required automatic segmentation. To accomplish this, a non-rigid registration algorithm, the Morphon method, has been
employed by Wrangsjö et al., 2005 [60] and Pettersson et al., 2005 [62,63]. The method uses the general registration
technique, where a prototype image/volume, is iteratively deformed to fit the corresponding structure in the target
image/volume. The implemented haptic interaction takes into account several different aspects of bone drilling and
effectively renders the interplay between the elongated body of the drill and the drill hole and its surrounding bones. It
allows for the use of several different approaches to use the sense of touch and the guiding feedback from bones with

6

Swemac Traumavision <http://www.swemac.com/simulators/traumavision>
HOOT Simulator by Imperial College London (2014) <http://www1.imperial.ac.uk/simms/research/procedure_modelling_simulation/hoot>
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Northern Digital Inc., Polaris optical tracking system <http://www.ndigital.com/medical/products/polaris-family>
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Linköping University, Sweden, Haptic Simulation of Hip Fracture Surgery, (2012) <http://www.imt.liu.se/mi/Research/simulator>
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Haptic / Hardware

Graphics Software

MRI, CT, X-ray data

Elective / Trauma

Hospital Trialled

Pre-op

Geomagic
Touch X
[49]
W5D Entact
Robotics

Patient-specific
segmentation

3D

CT

T

No

Rotational and
linear haptics

3D

Xray

T

Pilot is
planned

Mouse
Non-haptic
Geomagic
Touch X
[49]
No

Assessment +
scoring
Haptic force and
torque

3D
VR
3D

No

T

CT +
MRI

T

31
trainees
No

Virtual reduction
of femur bones
Assessment.
Synthes® surgical
drill
Assessment. Also
spinal surgery

3D

Xray

T

3D

CT +
MRI

T

3D

Fluoro
scopy

T

Real drill included

3D

No

T

Assessment

3D

CT

T

Linköping
University [59]

2012

Hip fracture
surgery

HOOT Imperial
College London
[52]
BoneDoc. Blyth
et al. [54]
Tsai et al. [48]

2012

Dynamic hip screw
(DHS)

Training

2007

Dynamic hip screw
(DHS)
Hip fracture, DHS
and plate surgery.

Training +
Assessment
Training +
rehearsal

Tseng et al. [64]

2011

Pre-op

Vankipuram et
al. [50]

2010

Hip fracture
surgery
Hip fracture
drilling simulator

Traumavision
Swemac [96]

2011

Drilling & guide
pin placement

Training +
Assessment

Johns Physical
bones [1]

2014

Hip fractures wire
navigation

Training +
Assessment

CAOS. Rambani
et al. [58]

2013

DHS, hip fracture
fixation

Training +
Assessment

11

2007

Training +
Assessment

Geomagic
Touch X
[49] 3DOF
Geomagic
Touch X
[49]
Ascension
trakSTAR™
6-DOF [65]
Polaris
optical
tracking
[66]

Other features

Pre-op planning,
training or Intra-op

Procedure(s)

Year

varying density to find the optimal path for the pilot drill. This presents to the user, in combination with the fluoroscope
simulation, realistic issues and means for performing a correct procedure.
Computer algorithms were developed for assessing x-ray images for a pre-operative planning system for hip fracture
surgery by Tseng et al., 2011 [64].
A fluoroscopic-based wire navigation training simulator for hip fractures demonstrated the detection of quantifiable
differences between undergraduate students, novices, and experienced surgeons on a simulator by Johns, 2014 [1]. The
system uses a real drill and guide wire instead of a haptic device. Using a real drill incorporates realistic weight, vibration,
and sound. An artificial femur ensures realistic wire advancement force and torque. To synchronize real-world drill
movements with the virtual graphics component this simulator uses a wireless electromagnetic motion tracking system
using orthogonal coils to receive transmitted electromagnet waves from the Ascension 3D Guidance trakSTAR™ 6DOF11 [65]. Activating the drill generates electromagnetic noise disrupting accuracy. The average overall spatial error of
sensors is 3.57mm. The simulator displays virtually generated fluoroscopy. Model bones are used inside a foam tube to
obstruct direct view. Each time the simulator is used, the bones get drilled into which causes damage. Replacement bones
are a reoccurring cost; however the bones could be repaired with glue to enable several simulations using the same bone.
The virtual 3D bone model was generated from a laser scan of the physical model to ensure correlation. Trials with
orthopaedic surgeons indicate that the simulator objectively measures the surgical skill, showing that this augmented
reality approach provides a valuable training and assessment tool in wire navigation of the proximal femur.
In summary, there are a number of existing VR training simulators for hip fracture repair trauma. There are more
training simulators for trauma hip surgery than for elective hip replacement surgery. In order to provide comparison
between hip trauma simulators, Table 3 lists the simulators with their various features.

Ascension, 3D Guidance trakSTAR™ 6-DOF <http://www.ascension-tech.com/products/trakstar-drivebay>
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Table 3. Hip fracture and hip trauma surgery simulators comparative assessment.

2.3 Knee and other orthopaedic procedure training simulators
This section covers training simulators for knee and other orthopaedic procedures which use similar techniques to hip
replacement simulators.
A system was developed by Jun et al. 2012 [67] to simulate Total Knee Replacement (TKR) surgery based on 3D knee
models reconstructed from patient Computed Tomography (CT) scans (Fig. 5a).
Knee arthroscopy surgical trainer (KAST) was developed by American Association of Orthopaedic Surgeons task
force (Fig. 5b). KAST allows users to virtually go through the motions of a knee arthroscopy including the haptic
feedback that allows the user to know if they're hitting cartilage or a tendon [68]. The core hardware is a pair of Geomagic
Touch X haptic devices [49], two monitors and proprietary software based on the visible human project. KAST is already
in use in several orthopaedic residency programs.

Fig. 5. a) Total Knee Replacement simulator by Jun et al. 2012 [67]. b) acetabular surgery pre-operative tool by Cimerman & Kristan (2007) [75]. c)
Knee arthroscopy surgical trainer (KAST) American Association of Orthopaedic Surgeons [68]. d) Orthopaedic surgery simulator by Tsai et al.,
(2001) [76].

A knee arthroscopic surgery simulator was constructed using a tailor made haptic force feedback device by Heng et al.,
2004 [69]. The device allows 30 degree bending at the tip of the arthroscope providing for Pitch, Yaw, and Insertion
which provides more degrees of freedom than commercially available haptic devices.
The virtual reality arthroscopic knee simulator (VR-AKS) has been developed by Mabrey et al. in 1999 [70] with
support from the American Academy of Orthopaedic Surgeons (AAOS). Their system adopts a volumetric representation
for anatomic structure and uses two Geomagic Touch 12 [84] haptic feedback devices. However, due to the hardware
limitation of the Geomagic Touch [84], the system can only impose positional Force which is limited compared to in-vivo
forces.
McCarthy et al. developed a cost-effective VR simulator in 2006 [71], the Sheffield Knee Arthroscopy Training
System (SKATS), using passive feedback from physical bones. They reported that it could differentiate between expert
and novice surgeons.
A high force haptic system for knee arthroscopy training with four degree of freedom haptic system for virtual reality
knee arthroscopy training. The compact device named OrthoForce was developed by Zivanovic et al. in 2006 [72].
The Simbionix arthro mentor is a commercial simulator designed for knee arthroscopy [106]. A pair of Geomagic
Touch [84] haptic devices mimic surgical tools as well as generating haptic feedback. A virtually generated endoscopic
image with surgical instruments is displayed to the trainee. The arthro mentor simulator was subject of a validity trial with
26 physicians to test reliability and validity [107]. Statistically significant differences in time and score were identified
within 4 medical procedures between 13 novices and 13 experts.
The VirtaMed ArthroSTM is a knee and shoulder arthroscopy simulator [108]. It supports complication training,
without risk to patients. Instruments include probe, grasper, punch or motorized shaver and haptic feedback is provided.
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Geomagic (2015) Touch Haptic Device. <http://www.geomagic.com/en/products/phantom-omni/overview>
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Haptic minimally invasive hybrid virtual simulation solutions for arthroscopic knee procedures have been proposed
[109]. The Geomagic Touch [84] haptic device was modified for MIS simulation, including incision of the arthroscopic
camera, positioning of the instrument in front of camera and using scissors and graspers.
The commercial Simendo arthroscopy trainer [103] is used to certify laparoscopic skills and provides fundamental
training such as whole knee joint examination and meniscus probing.
In summary, there are a number of existing knee replacement VR training simulators. In order to provide comparison
between the knee surgery simulators, Tables 4 lists the simulators with their various features.
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Table 4. Knee orthopaedic surgery simulators

The virtual orthopaedic surgery training simulator, developed by Sourin & Sourina in 2000 [73,74] implements tools
allowing surgeons to learn how to fix fractured bones and perform preoperative planning without wasting expensive
synthetic bones. The software works on common PCs and simulates surgical techniques, implants, and tools. Virtual
input/output devices can be used to increase realism and provide immersion. The software also simulates internal
operations for some bone diseases, like slipped capital femoral epiphyses, ankle arthrodeses, sacroiliac joint disruptions,
subtalar arthrodesis. No experimental studies or validation procedures were done.
A computer model for pre-operative planning of pelvic and acetabular surgery was developed by Cimerman & Kristan
in 2007 [75]. The program is currently being used for planning actual surgeries at the author’s institution, University
Medical Centre Ljubljana (Fig. 5c).
An interactive virtual reality orthopaedic surgery simulator was developed by Tsai et al. in 2001 [76] (Fig. 5d). The
simulator allows surgeons to use various surgical instruments to operate on virtual rigid anatomic structures, such bones,
prostheses and bone grafts, to simulate every procedure on the rigid structures for complex orthopaedic surgeries,
including arthroplasty, corrective or open osteotomy, open reduction of fractures and amputation. A comparative study of
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the simulator with paper simulation was performed and showed that interns and residents found the simulator to be a
useful learning tool, and that visiting doctors could use it effectively for planning, verification and rehearsal of operations.
A virtual reality ulna fracture fixation simulator using a Geomagic Premium 13 1.5 6DOF haptic device [83] was
developed and tested by LeBlanc et al. in 2013 [77]. A stratified, randomized controlled study with 22 orthopaedic
residents showed that significantly better scores were achieved on the virtual simulator compared with a synthetic manikin
simulator. Both VR and synthetic simulators distinguished between differing experience levels, demonstrating construct
validity14. The term construct validity refers to the ability of a simulator to assess the technical skills of the trainees [99].
Transfer validity15 is the ability of simulator learned skills to transfer into improved skill in-vivo [105]. Face validity
measures how a simulator appears similar to the actual procedure.
Tonetti et al. (2009) [18] demonstrated a percutaneous iliosacral screw insertion simulator's efficiency in familiarizing
the operator with the use of system as a first step towards the procedure in real patients. Twenty-three trainee orthopaedic
surgeons were evaluated and the simulator was useful in the evaluation of surgical skills.
A basic low-fidelity arthroscopy skills simulator was developed by Braman et al. in 2014 [78]. A trial with 8 students
and 8 surgeons demonstrated construct validity, showing that surgeons were faster than students, surgeons caused fewer
errors, surgeons demonstrate higher steady state and consistency. Face validity 16 was demonstrated by expert
arthroscopists completing a questionnaire.
A computer-assisted planning system for orthopedic surgery developed by Furnstahl et al. in 2010 [79] used a delta.6TM
haptic device from Force Dimension17 (Switzerland) [80] proposed an algorithm for piecing together fragments of bone
for the reconstruction of complex proximal humerus fractures.
A shoulder arthroscopy simulator, Mentis Procedicus uses custom made actuator controls with the arthroscope on left,
and probe on right. A study validated the use of the VR simulation for the evaluation of surgical skills, and recommends
their use for teaching surgery skills, including surgical anatomy and hand-eye coordination [81]. A group of ten
psychology graduate students tested the Procedicus Virtual Arthroscopy knee trainer by Mentice Corp. (Sweden) and
reported that they made steady improvements in task times with each session [82].
In order to compare the simulators, Tables 5 lists the other existing orthopaedic simulators with their various features.

Geomagic Premium 1.5 Haptic Device [83]. <http://www.geomagic.com/en/products/phantom-premium/overview>
Construct validity: the ability of a simulator to assess the technical skills of the trainees.
15
Transfer validity: the ability of simulator learned skills to transfer into improved skill in-vivo.
16
Face validity: measures how a simulator appears similar to the actual procedure.
17
Force Dimension (Switzerland), delta.6TM haptic device. <http://www.forcedimension.com/products/delta-6/overview>
14
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arthroscopes
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Table 5. Other orthopaedic procedure surgery simulators

3. Discussions
3.1 Challenges and current limitations of VR surgical training
There are compelling reasons to apply VR to surgical training including the reduced reliance on patients, cadavers, and
animals for practice. However, a review by Sutherland et al (2006) [85] suggests that none of the methods of simulated
training has yet been shown to be better than other forms of surgical training. This indicates that improvements to efficacy
and accuracy of virtual reality training would be beneficial and more studies may be required to assess and validate virtual
reality training.
There are some limitations inherent with commercial haptic devices. Sensations of certain virtual surfaces are difficult
to simulate in terms of density and palpable properties. Convex surfaces, such as bones, are difficult to recreate in a virtual
environment, often giving the sensation of a slippery surface [86]. Further complicating the problem is the act of using a
haptic device for drilling. The response rate of the device is too slow to emulate the correct vibration while drilling,
leading to a drilling vibration which can only emulate vibrations below 1 kHz. Due to maximum force limitations in
common haptic devices, some simulators require tailor made haptic devices. The high force knee arthroscopy haptic
device by Zivanovic et al. in 2006 [72] performs with a higher force than commercial haptic devices are capable of. In
particular to simulate hard objects, the novel use of a ball screw spline provides a maximum impedance of 20 N/mm for
translation as well as roll torque feedback in a small structure.
The accuracy of the forces in simulators must be high enough so that the simulated procedure matches the forces in
reality. Skills learned during this simulation can then be transferred to the actual clinical environment.
Madan et al., [3] suggested in 2014 that further validation and efficacy studies are needed to demonstrate VR training
translates into better operative skill on real patients.
3.2 Disadvantages of conventional training methods
During the 1500s, cadavers were introduced for surgical training and this remains the gold standard today, despite the
possibility of disease transmission including tetanus, hepatitis B and tuberculosis. There are also high costs, difficulty of
procurement, fresh cadavers have limited time of use, only a few centres nationally have cadaver facilities and there is
varying validity depending on freshness and whether the cadaver is embalmed [5]. Cadavers which are embalmed are not
very realistic for any testing as they can 'crumble' when surgical tools are inserted.
Recent educational expectations, advanced simulation technologies and heightened concerns for patient safety are
creating a drive that will lead to rapid changes in surgical skills training [14].
Patient safety now receives increased emphasis and accountability within the medical profession [87]. Reports of the
number of patient injury claims handled by the National Health Service Litigation Authority (NHSLA) between 1995 and
2010 highlight the potential morbidity from surgery but also the substantial cost burden to the NHS. Worldwide, hip
fractures account for substantial healthcare costs and high mortality, morbidity, and reoperation rates [88].
Apprenticeships have conventionally enabled trainees to participate and learn arthroscopy skills in-vivo on patients
during scheduled operating slots. For apprentices the operating theatre was the site of orthopaedic training. For the experts,
teaching apprentices is difficult when simultaneously applying complex motor skills. Orthopaedic treatments have
become increasingly difficult due to use of minimal access techniques and laparoscopic and arthroscopic surgery [21].
Research has shown that presence of trainees prolongs operative cases and requires increased resources in the operating
room, but does not influence complication rates [89]. Surgeons are required to work at maximum efficiency, placing time
constraints on the amount of teaching that can be achieved in the operating theatre.
There is an increased error rate when trainees perform procedures. For these reasons, non-clinical training methods for
arthroscopic procedures have been a focus in the literature. Animal or cadaver based training is expensive and requires
additional specimen handling processes. Low fidelity simulators exist but lack the sophistication to replicate advanced
techniques. Virtual reality simulators have been outlined as the next possible improvement for orthopaedic training,
reducing costs of training and improving patient safety. However in order to become a mainstream component of training,
efficacy studies are required, to measure skill development of novices to show that simulators improve the in-vivo
performance.
3.3 Positive opinions amongst surgeons for use of VR training
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Orthopaedic surgeons are optimistic about virtual reality being used for training. A postal survey by Blyth et al. in
2006 [90] was sent out to all orthopaedic surgeons in New Zealand and 142 responses were received. Of the earlier
qualified surgeons 77 % agree that simulation was an effective way to practice surgical procedures. The group identified
that realistic view of the operation was the most important requirement.
An email survey by the American Academy of Orthopaedic Surgeons (AAOS) was sent to 185 program directors and
4549 residents, with a response rate of 46% directors and 15% residents. Both 80% of program directors and 86% of
residents agreed that surgical skills simulations should become a required part of orthopaedic training, and 82% and 76%
were interested in a standardized surgical skills curriculum. Currently 83% of residents believed that surgical skill was not
being objectively measured, perhaps due to only 34% of directors having established a structured laboratory curriculum.
There was a strong agreement that simulation technology should be a required component of orthopaedic resident training
[91].
A trial by Tillander et al. in 2004 [92] evaluated a virtual reality hip trauma simulator and found that all participants
thought that simulators should be part of training programs and simulators would help to learn procedures.
There is little doubt that as simulation technology becomes commercially more economical, computer simulations or
virtual reality will play a greater role in skills training in surgery and indeed across the whole of medicine, becoming a
feature of assessment and even accreditation [93].
3.4 Does VR surgery simulator use translate into better clinical performance and patient safety?
Evidence for the educational value of VR surgical simulators is accumulating rapidly. Several studies have provided
verification of simulator validity and have shown the transfer of simulator-acquired skill to the operating room. Frank et al.
(2014) [4] reviewed 19 existing arthroscopy training simulators evaluating task performance before and after: 75% of
validation studies showed improvement after simulator training. Tillander et al., (2004) [92] demonstrated that positioning
of hip nails improved between the first and last trial on a virtual reality hip trauma simulator and also the total surgery and
fluoroscopy time were reduced. A review of arthroscopic simulators by Shantz et al. [21] was completed in 2014 to
identify whether simulators improve surgical skills of users. The study recommends that international standards should be
developed for the use and effectiveness of simulators in orthopaedic surgery. The transfer of skills from simulators to invivo is further discussed in a review of orthopaedic simulator transfer validity by Vaughan et al. (2015) [106].
3.5 Can VR surgery simulators assess the skill level of trainees?
There is strong evidence showing that simulators can distinguish between trainees of differing skill levels and could
objectively assess trainees. Experienced surgeons can complete VR simulated surgery faster than students, demonstrated
by Tillander et al. (2004) [92]. Pedowitz et al. (2002) [98] evaluated a shoulder arthroscopy simulator (Mentice Corp,
Sweden) showing that test time and path ratio differed significantly as a function of surgical experience, demonstrating
that the simulator facilitates discrimination of arthroscopic skills. All of the reviewed arthroscopy simulator validations
have reported 100% positive correlation between experience level and simulator performance [4]. A review in 2014 by
Shantz [21] has shown arthroscopic VR simulators are able to discriminate between novice and experts. Arthroscopic
Surgical Skill Evaluation Tool (ASSET) is reported to be a reliable method for assessing performance of trainee surgeons
for diagnostic knee arthroscopic surgery in cadaveric specimens [94]. A review of skill level assessment in VR simulators
by Vaughan et al. (2015) [99] outlines many other studies which have clearly demonstrated that the skill level of trainees
can be assessed by VR simulators in a variety of medical procedures, which is referred to as construct validity.
3.6 What is the future aim and requirements of surgical simulation?
Stefanidis et al. (2012) state that the future research agenda and priority research questions for simulated surgery needs
to define coordinated efforts and clarify common goal and direction [95]. Studies are required to present evidence
validating whether or not simulators can improve patient outcomes, transfer to improved clinical performance and
competence, leading to increased patient safety.
More studies are required to comment on the learning curve or the number of training sessions needed to translate
simulated learned skills into the operating room [3].
3.7 Comparison between VR and physical training methods
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In terms of training for orthopaedic surgery, there are three main methods: VR, physical manikin models and human
cadavers, each with advantages and disadvantages. As Virtual Reality becomes increasingly realistic and patient-specific
the advantages to VR are increasing rapidly. Manikin simulators are also being regularly developed but do not seem to be
progressing so rapidly; manikins have also been combined with VR for hybrid simulators. Cadaver training is not
improving although it has been used for the longest time. Features of the three main training methods are compared and
contrasted in Table 6.
Training Method
Virtual Reality
Simulators

Physical Manikins

Human Cadaver

Advantages and Disadvantages
Advantages: Variation in shape and size is easily achieved using a button or slider. 3D anatomy can be
patient-specific generated from CT or MRI [35]. Surgeons can determine implant position using CT images
[35]. Kinematic joint models can predict joint motion [35]. VR can be used clinically in-vivo for interactive
surgical navigation [35]. Haptic device feedback can enhance training [49]. Actual surgical tools can be used
[49]. Realistic 3D stereo graphics can show internal anatomy. Abnormal cases can be modelled. There is no
risk to patients [39]. No expert trainer is required. Assessment and feedback automated based on curriculum.
Based on actual patient MRI images [39]. Movable functional joint model [39]. Deformation modelling of
soft tissues and cartilage [39]. Disadvantages: Haptic devices require data from actual surgery to configure
accuracy. Optical tracking systems require setup [39].
Advantages: Physically represents the visual appearance and shape of in vivo [47]. Can include body fluid.
There is no risk to patients. Disadvantages: Variation in shape and size requires different models. Parts
require replacing when worn. Materials may not represent human tissue accurately. An expert trainer may be
required to explain the procedure. Assessment and scoring must be done manually.
Advantages: Similar appearance to in-vivo surgery. Used for 500 years. There is no risk to patients.
Disadvantages: Expensive. Difficult to acquire. Ethical considerations. Fresh cadavers have limited time of
use. Degrading tissue over time. Risk of disease transmission (tetanus, hepatitis B, tuberculosis). Only a few
national centres have cadaver facilities. Varying validity depending on freshness. Cadavers which are
embalmed are not very realistic for any testing as they can 'crumble' when surgical tools are inserted. An
expert trainer may be required to explain the procedure. Assessment and scoring must be done manually.

Table 6. Comparison and contrast of the various types of VR, manikin and cadaver training.

3.8 Specification for an ideal VR training simulator for orthopaedic surgery
An ideal simulator should be multimodal, combining haptic, visual and audio technology to create an immersive
training environment. An example of a gold standard simulator are those employed by the aviation industry, whereby the
simulated flight cockpit includes noise, vision and motion giving a real sense of flying an actual plane in differing weather
conditions.
Assessment of trainees’ skill level and performance feedback is an advantage in an ideal simulator, since VR is proven
to assess skill level [99]. When simulators are used as part of an assessment, the application of structured assessment
criteria, or a curriculum-based assessment such as Knowledge Space Theory (KST) can provide a framework for objective
feedback. If assessment criteria are applied, simulators can form a useful part of training and as a Simulated Interactive
Learning System (SILS).
Patient-specific simulators are becoming more important. Data from MRI or CT data can be incorporated into
simulators using software for medical image processing and visualization, such as MIPAV [24], MITK [25] or 3DSlicer
[26]. These enable volumetric patient scans to directly be used for virtual simulation, or for 3D printing custom fit
biocompatible implants for surgical use.
Hybrid training simulators are being developed, which combine physical body models and actual surgical tools with
VR simulators. This adds the advantages of using realistic tools, addition of bodily fluid and physical materials, yet still
retains the advantages of VR such as viewing the 3D anatomy, assessment and patient-specific modelling.
Kinematic joint models are useful to predict joint motion especially when combined with tissue deformation modelling.
These models enable analysis of the best implant position for the patient.
Stereo graphics and head mounted displays (HMDs) such as Oculus Rift are improving the realism of simulators with
features such as head tracking and eye tracking.
Transfer of expert skills is important and haptic devices can help this by recording motion and force of surgical
instruments during an expert performance, and applying haptic guidance to guide the trainee during surgery simulation.
Abnormal clinical cases and complications can be modelled in VR, enabling practice at the trainee’s own speed. This
enables preparation for unusual cases in-vivo.
An important future capability of VR is the ability to be used during in-vivo surgery as surgical guidance. Haptic
training is increasingly related to robot assisted surgery and could be useful in tele-operative training and surgery.
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Haptic simulators increasingly incorporate measured data from in-vivo procedures to ensure the haptic feedback is
representative of the actual procedure. The haptic accuracy can then be measured and compared with the accuracy of
synthetic materials in manikin models, or with simulators configured by expert adjustment.
These features form a specification as a target and challenge to the research and industrial community which may
continue to develop in future VR simulator training research.
4. Conclusions
This review identifies that there are only limited training simulators for total hip replacement and resurfacing. This is
surprising since over 66,000 surgeries are performed annually in the UK. There are two main problems with hip surgery
which simulators could aim to improve: One problem is that dislocation rate is 2-6% following primary total hip
replacement (THR). Secondly impingement between the neck of the femoral implant and the rim of the acetabular
component causes advanced wear of the acetabular rim. The primary cause for both these problems is incorrect acetabular
positioning during surgery, and a training simulator could enable practice of this technique, reducing the risk of patients
requiring revision surgery.
Future studies would be useful focussing on gaining evidence for whether surgical skills gained in a simulator can be
transferred to improved skill on actual patients [85]. Efficacy studies could be conducted to follow the progress of two
cohorts of surgeons, one trained with virtual reality training and one with the conventional methods, to enable a
comparison between the two cohorts of the injury and failure rate, plus confidence levels. Ethical considerations would be
required when running such efficacy studies, considering that it is not permitted to indirectly deny patients better
treatment. Training with virtual reality may improve the ability of surgeons during in-vivo surgery.
Patient-specific virtual reality is currently increasing and can enable surgeons to practice beforehand on a virtual model
of a specific patient thereby reducing the learning curve during the in-vivo procedure. Patient-specific body shape
graphical models have been developed containing the thickness of tissue layers for various BMIs by Vaughan et al. [100],
[101]. Patient-specific modelling is demonstrated by simulators which include the ability to practice custom
manufacturing implant components to fit individual patients. A model proposed by Abbaszadeh et al. in 2011 [102] uses
3D data from a patient’s femur CT scan to model a custom-made femoral stem based on the 3D shape of the internal
cavity from CT data. Custom designed implant simulation is also demonstrated by Jun et al., (2012) [67] who developed a
simulator allowing custom fit knee replacement using knee models reconstructed from 3D patient CT scans. Another
example of simulation using patient-specific implants is the VIRTOPS orthopaedic simulator by Handels et al., [45,46]
which supports the individual design of anatomically adaptable, modular customised prostheses stems. The use of patientspecific implants is set to further increase, both in-vivo and in-vitro simulation as well as surgery. This is particularly
useful in complex cases where standard implants are not suitable such as revision surgery. The design and manufacture of
customised and patient-specific implants is aided by software to convert anatomical data from MRI and CT scans into
data that can be used in CAD systems [23-29]. These CAD models can then be used with Additive Manufacturing / 3D
printing to produce patient specific anatomical models, surgical guides and custom fitting implants.
5. Figure Source Permissions
The following figures were reprinted from previous publications with kind permission from the sources shown in Table 7.
a
Materialise [23]

b
Edheads [30], [31].

Fig. 3.

John Wiley and Sons.
(Assassi et al., 2009) [39]

Elsevier. (Taylor et
al., 2009) [41]

Fig. 4.

Elsevier. (Vankipuram et al.,
2010) [50]

Traumavision. [96]

Fig. 5.

Springer Science + Business
Media. (Jun et al., 2012) [67]

Elsevier.
(Cimerman et al.,
2007) [75]

Fig. 2.

c
Springer. (Jun & Park
2011) [33]
Japanese
Orthopaedic
Association,
Springer.
(Nishihara et al., 2003)
[43]
IOSPress and authors,
(Barrow et al., 2012)
[53]
Springer. (Mabrey et al.,
2010) [68]

Table 7. Permission sources for figures re-printed from other publications.
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